PURPOSE. This study aimed to present the clinical applicability of restorations fabricated by a new method, by comparing the bond strength of between ceramic powder with different coefficient of thermal expansion and alloys fabricated by Selective laser sintering (SLS). MATERIALS AND METHODS. Fifty Co-Cr alloy specimens (25.0 × 3.0 × 0.5 mm) were prepared by SLS and fired with the ceramic (8.0 × 3.0 × 0.5 mm) (ISO 9693:1999). For comparison, ceramics with different coefficient of thermal expansion were used. The bond strength was measured by three-point bending testing and surfaces were observed with FE-SEM. Results were analyzed with a one-way ANOVA (α=.05). RESULTS. The mean values of Duceram Kiss (61.18 ± 6.86 MPa), Vita VM13 (60.30 ± 7.14 MPa), Ceramco 3 (58.87 ± 5.33 MPa), Noritake EX-3 (55.86 ± 7.53 MPa), and Vintage MP (55.15 ± 7.53 MPa) were found. No significant difference was observed between the bond strengths of the various metal-ceramics. The surfaces of the specimens possessed minute gaps between the additive manufactured layers. CONCLUSION. All the five powders have bond strengths higher than the required 25 MPa minimum (ISO 9693); therefore, various powders can be applied to metal structures fabricated by SLS. 
In vitro evaluation of the bond strength between various ceramics and cobalt-chromium alloy fabricated by selective laser sintering
INTRODUCTION
Recent advances in dental equipment allow restorations to be fabricated using a variety of computer-aided technologies. This equipment is advantageous because it shortens work time by reducing manual processing and enables the massproduction of highly precise prostheses. 1 Within the field of dental restoration, the use of computer-aided technology can be divided into two primary categories: computer aided design/computer aided milling (CAD/CAM) and additive manufacturing. Within the CAD/CAM approach, a CAD is generated and used as a virtual template to cut/mill a reconstruction from solid blocks of predefined dimensions. 2 Alternatively, one of the attractive features of selective laser sintering (SLS) is that materials are not wasted, unlike in milling, because only the shape of the reconstruction designed by CAD is additively manufactured. 3 
SLS
4,5 is the most popular method in dentistry for additive manufacturing using Co-Cr alloy powder. Structures composed of Co-Cr alloys fabricated by the SLS method are used in manufacturing porcelain-fused-to-metal (PFM) restorations that are completed by firing ceramic powder.
Despite its aesthetic disadvantages, PFM has been routinely used in clinical cases because of its physical properties and biocompatibility. 6 The use of PFM also has other limitations, most notably with regard to the fraucture. 7 There are several factors that influence the fracture resistance of bonded metal-ceramics; however, among them, the coefficient of thermal expansion (CTE) difference is considered one of the most critical factors. 8, 9 Reyes et al. 10 and Steiner et al.
advised that in general, when metal and ceramic are used in the same restoration, the CTE of the metal should be slightly higher than that of the ceramic because of the compression stress generated during ceramic cooling. In addition, Craig and Ward suggested that the most desirable difference in the CTE for metal and ceramic is 0.5 × 10 -6 m/m°C. 12 In order to prevent fracture induced by thermal expansion, manufacturing companies recommend using ceramic powder with an appropriate CTE difference when fabricating PFM restorations. However, clinicians are likely to select different ceramic powders based on other considerations such as the variety of powders available, economic feasibility, 13 aesthetics, 14 workability (work-related), 15 and mechanical properties. 16 Long-term research and clinical use of conventional alloys has demonstrated that a variety of powders in addition to that recommended by the manufacturer can successfully be utilized for restorations. However, recommended powder (Vita VM13) 17 is used in restorations fabricated using a new additive manufacturing method because the introduction period of clinical cases has been brief, and hence there are not many related studies.
Thus, ceramic powders with different CTEs were selected to compare the bond strength between alloys fabricated by SLS and the ceramic powder. If differences in the bonding power are present, it will be confirmed clinically acceptable according to the ISO 9693 standard. If the difference is at a clinically acceptable level, then the range of powders available for clinicians and patients desiring restorations with appealing aesthetics and superior mechanical properties will be expanded. The null hypothesis is that the difference in the CTE does not affect the bonding power of ceramic-alloys fabricated by SLS.
MATERIALS AND METHODS
A total of 50 alloy specimens were fabricated and assessed as follows. To enable accurate comparison testing, Co-Cr alloy specimens (25.0 mm × 3.0 mm × 0.5 mm) were fabricated according to ISO 9693:1999 18 rather than in the anatomically correct tooth contour. The design was a flat surface that does not mimic common clinical designs. The specimens were designed flat most likely due to the fact that this is the only way a three point bend test can be done. And there is more accuracy than tooth contoured specimens.
The shape of the specimen was designed in three dimensions (3D) with Solidworks ® software and converted to a STereoLithography (STL) file. STL files describe the surface geometry of a three-dimensional object CAD model attributes. 17 The parameters of the SLS equipment (EOSINT M270; EOS Gmbh, Munich, Germany) used to make the alloy specimens from the converted file are as follows. SLS was performed using a Co-Cr alloy powder at a scan speed of 7 m/s, lamination thickness of 100 µm, Yb-fiber power of 200 W, fabrication speed of 20 m 3 /s, laser spot size of 0.1 mm, and a particle size of 20 μm. These specifications are standards recommended by the manufacturer. The fabricated alloy specimens were abraded by airborne particles under 0.4 MPa of pressure. The particles used were 50 μm aluminum oxide particles (Cobra, Renfert GmbH, Hilzingen, Germany). Then, impurities on the surface were removed with ultrasonic cleaning and the surface was subjected to a steam cleaning. In order to inspect the surfaces of the alloy specimens, one was randomly selected and observed with a field emission scanning electron microscope (FE-SEM).
In this study, the Vita VM13 ceramic has the CTE that results in the most ideal CTE difference when compared to the Co-Cr alloy fabricated by SLS. Comparisons were made between the Vita VM13 and four ceramic powders (Duceram Kiss, Ceramco 3, Noritake EX-3, and Vintage MP) with different CTEs ( Table 1 ) that are commonly used in the clinic for restorations using non-noble metals. By applying firing schedules appropriate for each powder as shown in Table 2 , 8.0 mm long, 3.0 mm wide, and 1.0 mm high ceramic blocks were fabricated on the metal specimens.
In order to measure the metal-ceramic bond strength of each group, three point bending tests (ISO Standard 9693: 1999) were conducted using a universal testing machine (OTU-05D, Oriental TM Corp., Gyeonggi-do, Korea) with a crosshead speed of 1.5 mm/min.
Bond strength of the metal and ceramics was analyzed using descriptive statistics and one-way ANOVA testing (SPSS 12.0; SPSS Inc., Chicago, IL, USA) to evaluate whether any observed strength differences were a function of the differences in the CTE. The results of each group were tested at a significance level of α=.05. In vitro evaluation of the bond strength between various ceramics and cobalt-chromium alloy fabricated by selective laser sintering
RESULTS
The bond strength between the metal and ceramic was measured from samples of five groups of specimens, and no significant difference was observed in all groups (P>.05, Table  3 ). Analysis of the mean bond strength using descriptive statistics revealed that the Du group had the highest mean (61.18 ± 6.86 MPa), while the Vi group had the lowest (55.15 ± 7.53 MPa) ( Table 4) . A minute gap is observed on the surface of the SLS specimen using FE-SEM. Upon magnification, it was determined that the gap exists between the additive manufactured layers of the surface and has a width of approximately 10 µm (Fig. 1) . 
DISCUSSION
The null hypothesis that the difference in the CTE does not affect the bonding power of ceramic-alloys fabricated by SLS was not rejected. 17 that Vita VM13 ceramic powder would be the best fit for the SP2 Co-Cr alloy.
It is known that the CTE affects bond strength 19 ; however, there are few studies describing the impact that the CTE range has on material properties. In this study, the differences were expected to be elucidated through use of materials with different CTEs, and in particular, a new dental technology called the additive manufacturing method, which is not a traditional method, was used.
The results of previous studies of the casting method using Co-Cr alloy were compared. An experiment by Korkmaz and Asar 20 resulted in mean bond strength of 58.44 MPa. In the study by Joias et al., 21 the mean strength of five types of Co-Cr alloy was determined to be 61.40 MPa. In the bond strength study of Co-Cr alloy by Nieva et al., 6 the range of values obtained was 57.11-63.81 MPa. In the study by Külünk et al. 22 using Co-Cr alloy, values of 41.73-54.55 MPa were demonstrated for the bond strength. When comparing the previous results with the values obtained in this study, the strengths were found to be similar.
When evaluating the difference in the CTE of the ceramics used in this experiment as compared to the metal (SP2), the range of values for Vita VM13, Duceram Kiss, Ceramco 3, Noritake EX-3, and Vintage MP are 0.4-1.4, 1.0-1.5, 1.4-1.9, 1.6-2.1, and 1.7-2.2 × 10 -6 m/m°C, respectively. Although the results of research by Craig and Ward 12 indicated that a CTE difference of 0.5 × 10 -6°C would be the most optimal for the bond strength, some of the values from previous studies were found to be slightly higher.
The slight elevation observed can be attributable to the difference in SLS and casting restoration production methods. Fabrication in the casting method occurs after the complete dissolution of the metal while fabrication with SLS occurs by selectively sintering the metal powder. The thickness sintered at one time is about 100 μm and the particle size is about 20 μm. If a certain thickness is sintered, metal powder is scattered on it and sintering is carried out again. If this process is repeated, layers are formed with the desired additive thickness and a minute gap is generated on the metal surface between the layers. In addition, this process was inspected using FE-SEM and as a result, it was observed that gaps occurred between the surface layers of the metal specimens. The presence of gaps may widen the contact area of the metal and ceramic, resulting in the increase of the bond strength. 23 However, additional studies should be conducted to further analyze the cause of the increase.
The study by Wu et al. 3 used selective laser sintering of Co-Cr alloys and similarly to this study demonstrated that the bonding power is 57.78 ± 3.02 MPa. The authors indicated that the layer between the additive manufactured metal and ceramic is responsible for the good bonding strength observed. Also, in an experiment using a ceramic (CTE : 13.2 × 10 -6 m/m°C) and Ni-Cr alloy (CTE : 14 × 10 -6 m/m°C) fabricated by laser rapid forming of Liu et al., 24 bond strength was found to be 44.7 MPa. Liu noted that the lamination that takes place during SLS might increase the bonding power between the metal and ceramic compared to the fabrication method based on a rapidly solidified point. In addition, he noted that pores or defects on the surface may improve the bond strength with the ceramic and are effective for use in PFM restorations, indicating that the result is similar to the gap formation observed in this study. The measured fracture values of all metals and ceramics of this experiment were determined to be higher than 25 MPa, the ISO 9693 standard. Similarity was observed when comparing SLS with conventional methods while meeting ISO standards.
In this study, the specimens with flat design were chosen because they were expected to have less experimental error compared to the specimens with actual crown contour. However, there is a definite need to re-examine the same procedure using the specimens with actual crown contour. The limitations of this study that the powders are made from different companies, which might lead to different properties other than CTE, need to be considered.
To obtain the same-sized specimens we used them by the following two steps: First, porcelain powder was veneered on a metal specimen (8.0 mm long, 3.0 mm wide, and 1.0 mm high) and any excessive parts were removed. Secondly, after firing the porcelain block was measured and re-veneered if any additional veneering was needed. The procedure was repeated until the size of a specimen was confirmed to have the exactly designed size.
Studies on a variety of restoration fabrication methods 25 have been conducted previously; however, there are few studies on SLS technology because it is a relatively new method. In order to apply a new technology to clinical practice safely and responsibly, important clinically relevant factors must be investigated. When compared with conventional methods, SLS has various advantages such as time shortening, work course shortening, and precise prostheses production. In order to successfully incorporate this technique into the clinic, additional studies should be performed.
CONCLUSION
The five powders evaluated in this study are all commonly used in clinical cases and have bond strength higher than the required minimum of 25 MPa. Moreover, no significant difference existed between the materials with regard to the evaluated mechanical properties. Therefore, it is concluded that a variety of powders can be applied to metal structures fabricated by SLS. In addition, the gap created in the surface layers of the alloy by the SLS method appears to positively affect the bonding power of metal-ceramic restorations.
